MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT ( ArasaTas
{RECEIVED ;

By Carol Day at 10:53 am, Sep 09,:‘201:5

Complete this report in duplicate at the time of the regular monthly preventativa malntenanc
Send copy te Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV 8N PRINTER SN DATE OF INSPECTION
105482 95.1111.053 09-08-2015

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
501 Faraon St. St. Joseph 1420
GHECKLIST: Place a mark in the box by each item it found o be satisfactory or if operating within established limits. {Write in observad vai-

ues where defermined ) Unmarked Hems must be corrected befors using instrument.

E DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

E TEMPERATURE OF ALCO SENSOR (1 O-C - 40-C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALGOHOL ACCURACY STANDARDS
D SIMULATOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER Itoximeters LOT#_ AGA28002  gxp pare  10-07-2016
[:} SIMULATOR TEMPERATURE (34C £0.2'C) ______  SIMULATORSN _________ SIMULATOR EXP DATE

CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. Al three tests must be within 5% of the standard value and must have a spread of ,005 or
Iass. Check the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)
< 0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
[ | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0,084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 - 099 TEST 2 - 099 TEST 3 - 093

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-04) ¢ (06-09) - {10-14) 4 (.15-.19) 9 (OVER ,19) 0

List any new parts and describe any alleration or modification that was made to restore the Insirument to operate salisfactorily and within
established limits (use other sida if necessary).

swig}ﬁ(“ / Z’S‘_// / %4”/&——‘ " Sgt, Chris McBane

TYPEH PERMWJ}JB%R!EKP%HA?ION DATE TELEPHONE NUMBER
250130 06-08-2017 (816) 271-5359
Return completed report to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63801 i

MO 580-135% (B1 0} AN EQUASL CPPCRTLINTYIAFFIRMATIVE ACTION EVPLOYER LAB-114
$erdead prordded on & nerafecdmingtory bagls




Alrgas USALLG (LAB)
3500 Bemard Streat
1, Louls, Mo, 63103
Ph: (314) 633-3100

- Fax: (314) 533-7328

Certificate of Analysis

Tost Date;  8-Oct-2014

Cusfomer Name
Intoximeters, Inc.

2081 Cralg Road
st. Louts, Mo 63146

Lot # AG428002

Cortifled Concenfration

£xp. Date Gyl Type Gbmggnent
7-Oct-2016 108 Ethanol 0.100 2% BrAC (272 ppim)
Nifrogen Balancs
Certiflcation Traceable fo N.L8.T. RGM Ethanol Standards:
Sorial No. Concenfration Serial No, Concentration
EB0010581 391.8 ppm EB0D10603 392,86 ppm
EB0G010570 259.8 ppm ¢ EB0010569 258.9 ppm
EB0010285 209.0 ppin EB0010595 208.9 ppm
EB0010561 403.7 ppm EB0010662 104.9 ppm
EB0010681 52.22 ppm EBDO10579 52,94 ppm
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Rod Marsaia

1SO 17025:2005 A2LA accredited. Cerilficate Number 2989.01
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